Background-The foundation for successful arrhythmia ablation is the mapping of electric propagation to identify underlying mechanisms. In atrial fibrillation (AF), however, mapping is difficult so that ablation has often targeted electrogram features, with mixed results. We hypothesized that wide field-of-view (panoramic) mapping of both atria would identify causal mechanisms for AF and allow interpretation of local electrogram features, including complex fractionated atrial electrograms (CFAE). Methods and Results-Contact mapping was performed using biatrial multipolar catheters in 36 AF subjects (29 persistent).
I n seminal work, Haïssaguerre et al 1 reported that human atrial fibrillation (AF) may be triggered by pulmonary vein (PV) ectopy whose ablation may prevent AF initiation. However, the mechanisms that sustain human AF, once triggered, 2 are undefined. Classically, mapping of electric propagation was the foundation to identify causal mechanisms for supraventricular [3] [4] [5] and ventricular 6 arrhythmias for ablation. However, this is difficult in AF because spatial nonuniformity [7] [8] [9] mandates wide field-of-view mapping to identify drivers, and because AF mapping studies often have not used interventions to separate causal from bystander sites. 10, 11 Clinical Perspective on p 67
In the absence of proven sustaining mechanisms, AF ablation has empirically 2 targeted low voltage and complex fractionated atrial electrograms (CFAE) 12 independent of their relation to AF propagation, with mixed outcomes. 13, 14 We recently demonstrated for the first time, 15 using panoramic mapping of both atria with contact electrodes, that human AF is sustained by stable spiral waves (rotors) or focal sources, as shown in some animal models. 16 Prospective brief ablation at these sources (focal impulse and rotor modulation, FIRM) acutely terminated or organized AF before PV isolation and improved long-term freedom from AF.
We hypothesized that human AF rotors and focal sources would be identified by biatrial propagation mapping but not by electrograms showing CFAE or low voltage. Our rationale was as follows. First, the causal mechanisms for common arrhythmia circuits defined by classical mapping exhibit variable electrogram features. [3] [4] [5] [6] Second, rotors in animal models of AF precess in limited areas such that electrograms at any one site may vary. 17 Third, although AF sources in high-resolution animal and numeric studies 16 are surrounded by fractionated electrograms, 18 clinically measured CFAE reflect diverse mechanisms, including far-field artifact. 19 Fourth, ablation of CFAE sites has often led to disappointing results. 13, 14 We tested our hypothesis by using biatrial mapping of AF propagation to identify primary AF rotors and focal sources, where targeted ablation can acutely terminate or substantially organize AF without PV isolation, relative to CFAE grade and electrogram voltage in patients with persistent and paroxysmal AF.
Methods

Patient Enrollment
We prospectively enrolled 36 patients with standard indications for AF ablation at the Veterans Affairs and University of California Medical Centers in San Diego; these patients were included in the FIRM-guided limb of the recently reported Conventional Ablation for Atrial Fibrillation With or Without Focal Impulse and Rotor Modulation (CONFIRM) trial. 20 The protocol was approved by our joint institutional review board (University of California/Veterans Affairs Medical Centers, San Diego, CA), and all patients provided written informed consent. The only exclusion was an inability or refusal to provide consent.
Electrophysiological Study
Electrophysiology study was performed >5 half-lives after discontinuing antiarrhythmic medications (>60 days after amiodarone; Table 1 ). Via femoral venous access, 64 pole basket catheters (Constellation, Boston Scientific, MA) were advanced to the right atrium and transseptally to the left atrium for 128 biatrial electrodes (Figure 1 ). Baskets were manipulated to ensure optimal atrial contact judged fluoroscopically, by electrograms and intracardiac echocardiography. 20 Unfractionated heparin was infused to maintain activated clotting time >350 seconds, with no adverse events from the basket catheters. 15 When spontaneous AF was not observed (n=5 patients), AF was induced by burst pacing at cycle lengths 500, 450, 400, 350, and 300 ms, then in 10 ms steps to AF. AF was then analyzed after ≥10 minutes. Unipolar and bipolar intracardiac signals were filtered at 0.05 to 500 Hz then digitized at 1 kHz to 16-bit resolution (Bard Pro, Billerica, MA).
Panoramic Mapping of AF Sources
Contact mapping of AF was performed with a novel system (RhythmView, Topera, Inc, San Diego, CA), as recently described. 15, 20, 21 Briefly, electrograms were filtered to exclude noise and far-field signals using rate-dynamics of human left and right atrial action potential duration [22] [23] [24] [25] to estimate minimum activation time, and conduction velocity 24, 26 to identify physiological propagation paths. Electrograms were analyzed to construct isopotential movies of successive AF cycles (Movies I-III in the online-only Data Supplement).
From AF isopotential movies, rotors were identified by rotational activity and focal impulses were identified by centrifugal activation from a point of origin. Rotors and focal sources were diagnosed only if stable for thousands of cycles, mapped in time-lapse fashion (multiple epochs) for >10 minutes (≥3000 cycles) before ablation, to exclude transient pivot points of passive fibrillatory activity. 11, 27, 28 Isochronal snapshots of individual cycles of rotors and focal sources are illustrated in Figures 2A, 3A , and 4A.
To define whether activation emanated from AF rotors or focal impulses (supporting their role as sources), we analyzed vectorial direction. 18 Isochronal snapshots of AF cycles (Figures 2A-4A ) were analyzed in 10 ms bins. Vectors were calculated from activation times at the locations forming the spatial boundaries of each 10, 20, 30… ms bin.
We defined the location of stable human AF sources with the knowledge that fibrillatory rotors are predicted to precess (wobble). 17, 29 The Hilbert transform 30 was applied to unipolar electrograms as in seminal animal models of AF 18 and human ventricular fibrillation. 31 The rotor singularity was defined at the crossing point of real and imaginary components, 30 and tracked every 20 to 40 ms. Points were joined using third-order Bézier curve interpolation such that first and second derivatives were continuous at the precession locus, and excluding outlying points from interpolation error. Rotor precession loci are illustrated in Figures 2C, 3B, 6 , and Movies I to II in the online-only Data Supplement. Focal beat origins in AF were identified at the earliest site of activation, and successive origins were tracked ( Figure 4C ; Movie III in the online-only Data Supplement). We computed precession areas for each stable AF source.
Focal Impulse and Rotor Map (FIRM)-guided Ablation
FIRM-guided ablation 15 at AF sources was performed before conventional ablation, using a Thermocool catheter (Biosense-Webster, Inc, Diamond Bar, CA) at 25 to 35 W or, in heart failure patients, an EPT Blazer catheter (Boston Scientific, San Jose, CA) at 40 to 50 W target 52°C. FIRM ablation was applied at each stable source for the end point of AF termination or ≤10 minutes, whichever came first. Whenever AF terminated we vigorously attempted reinduction. If AF was reinduced, then FIRM-guided ablation was repeated at ≤3 sources (per institutional review board protocol), 15 if necessary, for ≤30 minutes of total FIRM ablation. The composite acute end point from FIRM included AF termination with nonreinducibility, or ≥10% AF slowing that represents elimination of AF sources in computer simulations 32 and clinical studies (that used a >3%-4% cut point). 33 Because patients may have multiple AF sources, we focused on the primary AF source defined as that source where FIRM ablation first terminated AF or, if AF did not terminate, first organized AF (slowed AF by ≥10%).
Electrogram Quantification
We quantified CFAE and electrogram voltage at each biatrial bipole for 4 seconds. Bipolar signals were recorded directly or created in software from unipolar signals, filtered at 30 to 400 Hz. 34 CFAE were graded as described by Scherr et al 34 for the Carto XP method (Biosense-Webster Inc). This method identifies electrograms with voltage 0.05 to 0.15 mV, then counts the number of intervals between electrograms that fall within 70 to 120 ms (interval confidence level, ICL). Previous reports show that this and other automated algorithms closely correlate with visual CFAE. 35 Because ICL=2/s (ICL 5/2.5 seconds) 34 has been considered significant CFAE, we used ICL ≥7 in 4 seconds to avoid overdetection. Biatrial maps of CFAE ICL grade were created using symmetrical median filtering at points of poor electrode signal and linearly interpolating grade across electrodes in 2 dimensions.
Areas of confluent CFAE were calculated within absolute CFAE grade ≥7. 34 Overlap areas between AF sources and CFAE (grade ≥7) were calculated using graphing software (Photoshop, Adobe Systems, CA). We determined whether sources were surrounded by CFAE (grade ≥7) for ≥180°, as in animal models. 18 Electrogram voltages were calculated at each electrode as peak-to-peak amplitude. We averaged CFAE grade and electrogram voltages (1) within AF source precession loci and (2) for the ipsilateral atrium outside the source (surrounding regions) because it would be useful to know whether AF sources have a unique voltage fingerprint in their ipsilateral atrium.
Statistical Analysis
Continuous data are represented as mean±SD or median and interquartile range as appropriate. Normality was evaluated using the February 2013
Kolmogorov-Smirnov test. Comparisons between 2 groups were made with Student t tests and summarized with mean±SD for independent samples if normally distributed or, if not normally distributed, evaluated with the Mann-Whitney U test and summarized with medians and quartiles. Nominal values are expressed as n (%) and compared with χ 2 tests or the Fisher exact test for comparisons when expected cell frequency was <5. A value of P<0.05 was considered statistically significant.
Results
Patient characteristics are summarized in Table 1 . Stable AF-sustaining sources were detected in 97% (35/36) of our patients (Table 2 ). This study focuses on the 31 patients in whom FIRM ablation met the acute end point. These individuals exhibited 2.1±1.0 concurrent sources, of which 71.8% were rotors and 28.2% focal impulses, 77.5% were left atrial and 22.5% were right atrial. Before conventional ablation, FIRM ablation at the primary source acutely terminated AF with nonreinducibility in n=20 (16 to sinus rhythm, 2 to typical atrial flutter, and 2 to other atrial tachycardias) with 2.5 minutes of ablation (interquartile range, 1.0-3.1) at the primary source, or slowed AF in n=11 (19±8% slowing) ( 
Localized Sources in Human AF Precess in Limited Spatial Areas
Stable AF rotors and focal sources precessed in nonrepeating limited atrial areas over time for each patient ( Table 2) . Figure 2 shows a stable rotor in persistent AF, summarized by the isochronal snapshot of clockwise activation coded red-toblue (early to late) in the inferior left atrium (Figure 2A ). Movie I in the online-only Data Supplement shows multiple cycles. On directionality analysis, activation emanated from this rotor to surrounding atrium ( Figure 2B ) with peripheral collision of wavefronts from prior cycles. Rotor precession contributed to altered surrounding atrial activation over multiple AF revolutions ( Figure 2C ; Movie I in the online-only Data Supplement). Figure 3A shows a stable counterclockwise rotor during persistent AF, with activation again emanating peripherally ( Figure 3B ) from its precession locus in the high posterior left atrium ( Figure 3C ; Movie II in the online-only Data Supplement). Figure 4A shows a repetitive focal source on the posterior left atrium outside the PVs during paroxysmal AF, with centrifugal emanation from its origin, confirmed by directionality analysis ( Figure 4B) . Notably, the focal origin also precessed within a limited area over successive cycles ( Figure 4C ). Table 2 summarizes that rotors and focal sources for human AF precessed within circumscribed spatial areas that were similar between persistent and paroxysmal AF.
AF Rotors and Focal Impulses Exhibited Diverse Electrogram Characteristics
AF sources exhibited electrograms of similar voltage and CFAE grade with surrounding ipsilateral atrium, as shown in Figures 2-5 and summarized in Table III in the online-only Data Supplement. Repeating this for all biatrial bipoles resulted in a panoramic biatrial CFAE map ( Figure 2E) , in which the rotor showed minimal overlap with CFAE and <180° surrounding CFAE ( Figure 2F ). The highest CFAE grades lay remote from the AF rotor, in the anterior left atrium and right atrium. Figure 3 shows similar analyses during persistent AF in which the rotor did overlap with CFAE ( Figure 3D ) with >180 o surrounding CFAE ( Figure 3E) . Nevertheless, the highest CFAE grades lay remote from the rotor in the midposterior left atrium and right atrium. In Figure 4 , an AF focal source partially overlapped CFAE (grade ≥7), with >180 o surrounding CFAE ( Figure 4E ), but again the highest CFAE grade sites lay remote from the source. Figure 5A illustrates that AF sources and surrounding regions did not differ in electrogram voltage, voltage range, or CFAE grade. AF sources in persistent and paroxysmal AF patients exhibited inconsistent voltages, indicated by tall SD bars, that did not differ from ipsilateral voltages. In a secondary analysis, voltage range in ipsilateral atrium was higher for paroxysmal than persistent AF (P=0.02, Mann-Whitney U test). For illustration, Figure 5B shows a right atrial rotor where electrograms had preserved voltage (≈0.4-0.5 mV) and no CFAE (zero overlap), yet where FIRM terminated AF to sinus rhythm in 48 seconds. Figure 6A through 6F further illustrates the inconsistent and diverse relationship of stable AF sources to CFAE. None of these AF sources overlapped CFAE regions, and few were surrounded by CFAE. Even when AF sources related spatially to CFAE, high CFAE grades were always observed remote from the source. These results are summarized in Table III in the online-only Data Supplement.
Discussion
Wide-area contact mapping of AF (FIRM mapping) in both atria revealed stable rotors and focal sources that sustained human AF, yet that did not exhibit consistent or characteristic electrogram features. AF sources precessed within patient-specific areas of ≈2 cm 2 were sustained for thousands of cycles during mapping and showed activation that emanated to surrounding atrial tissue. The causal role of sources in sustaining AF was also proven by the acute response of AF to FIRM ablation. Notably, however, rotors did not show an electrogram fingerprint. These data explain the mixed clinical experience of CFAE ablation.
Stable Sources for Human AF
This study and the CONFIRM trial 15 show that human AF is often perpetuated by stable rotors and focal sources, as recently validated by additional centers. 36 FIRM ablation in the CONFIRM trial substantially improved freedom from AF at up to 2 years to 82.4% using continuous subcutaneous ECG monitors versus 44.9% in patients receiving conventional ablation alone. 15 These mechanistic insights build on reports from animal models of AF, 29, 30, 37 and, by demonstrating stable AF drivers, explain reports in which human AF shows consistent spatial activation vectors, 7 consistent gradients in intra-atrial rate and frequency, 8, 9, 38 and consistent ECG patterns 39 over time. Stable sources at patient-specific locations also explain why AF may terminate unpredictably at any stage of conventional ablation, including early before the PVs are isolated, 40 or abruptly after lengthy ablation with little preceding slowing 40 or organization. 41 Mechanistically, it remains unclear how multiple sources interact to cause AF. If asynchronous, sources may create AF through interference and wave collision. 32 However, we 15 and others 36 have also mapped human AF from a single source where FIRM terminated AF, rendered it nonreinducible and eliminated AF on follow-up (for instance, cases in Figures 2  and 3 ). In these cases, it remains to be determined whether AF may result from the spatial precession of sources, with dynamically varying impingement of wavefronts on complex fiber architecture, or gradients in rate or repolarization near the source. 18 Precession of focal sources in our work supports studies that focal beats may represent transmural breakthrough from epicardial or transmural reentry. 10, 42 The area of AF source precession ≈2 cm 2 provides a rationale for brief FIRM ablation because 6 to 10 lesions of ≈0.25 to 0.5 cm 2 would cover this area (3-5 minutes). Although improved spatial electrode resolution may refine area analyses, from a purely clinical perspective, the 0.5 to 0.7 cm diameter of ablation lesions coupled with clinical catheter motion may limit the need for substantially higher mapping resolution.
Relationship of AF Sources to Specific Electrogram Features
Although AF rotors and focal sources were spatially related to CFAE or regions of low amplitude in some patients, many showed no relationship.
Patients in whom AF sources were surrounded by CFAE for >180 o (Figures 3 and 4) agree with animal models 18 in which rotors are surrounded by fractionated electrograms representing fibrillatory conduction. In other patients, <180 o surrounding CFAE may conceivably reflect preferred fibrillatory conduction from anisotropic propagation, 26, 43 scar, 44 and tissue dynamics. 24, 25 However, the fact that CFAE were frequently observed remote from AF sources (Figures 2-6 ) supports data that CFAE reflect diverse mechanisms, including autonomic stimulation downstream from ganglionated plexi, 45 as well as far-field signal detection.
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Clinical Implications
The complexity of AF has previously limited real-time mapping during ablation, causing an empirical search for surrogates of extra-PV mechanisms, such as CFAE. AF propagation maps from real (contact) electrograms reduces inaccuracies from virtual (noncontact) electrograms in AF 46 and enables the identification of AF sources whose precession loci may serve as targets for FIRM ablation. Notably, source areas did not exhibit an electrogram footprint, such as disorganized or organized (CFAE) electrograms, low or high voltage. These results explain why extensive CFAE ablation produces sporadic acute and chronic impact on AF. 13, 14 These results emphasize a back to basics approach for AF, in which arrhythmia mechanisms should be proven before interpreting electrograms. For instance, in patients with atrioventricular AV node reentry, high-frequency potentials have unclear significance unless mapped near Koch's triangle, 4 sharp spikes recorded from the AV annulus indicate accessory pathway potentials only once the existence of the pathway has been proven, 3 fractionated ventricular electrograms may be unrelated to continuation of ventricular tachycardia unless concealed entrainment is identified, 6 and so on. In AF, local electrogram interpretation is further complicated by undefined, multiple, and varying activation waves impinging on the mapping antenna. 12, 47 we mapped CFAE simultaneously at all basket electrodes. We did not perform other CFAE analyses, such NavX (St. Jude Medical, Minneapolis, MN) because automated algorithms and visual grading of CFAE may be similar 35 and because this would not alter the inconsistent relationship of AF sources to CFAE (eg, source sites in Figures 3 and 5B would not be fractionated under any criteria). Basket splines may be subjected to tangential distortion that increases electrode spacing that may overestimate CFAE near AF sources 48 and alter precise source areas estimates, but this should not materially impact analyses between AF sources, CFAE overlap, or surrounding CFAE. Directionality analysis used interpolation, but AF isochrones also show activity that emanates from sources. We analyzed the area relationship with AF sources favorably with respect to CFAE by comparing only the ipsilateral atrium, although this knowledge would not be available without mapping AF sources. Finally, our patient population was mostly men, although recent studies from other centers 36 show similar FIRM-guided mapping and ablation results in women.
Conclusions
Wide field-of-view contact mapping (FIRM-mapping) revealed stable rotors and focal sources that sustain human AF but do not exhibit electrogram footprints. Rotors and focal sources for human AF precessed within patient-specific areas of ≈2 cm 2 that were identified neither by CFAE nor low voltage. The vast majority of CFAE lay remote from AF sources and are not suitable targets for ablation. Moyeda, CVT; and Kenneth Hopper CVT for their great technical assistance, and Kathleen Mills, BA for coordinating and administering the study. Finally, we would like to express our gratitude to Dr Jose Jalife for his extremely helpful comments on this manuscript.
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